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February 17, 2014

Muna Mohammed

Accutest Laboratories

4405 Vineland Road Suite C-15
Orlando, FL 32811

TEL: 407-425-6700

FAX: 407-425-0707

RE: FA12080X

Dear Muna Mohammed: Order No.: 14020047

Summit Environmental Technologies, Inc. received 2 sample(s) on 2/1/2014 for the analyses
presented in the following report.

There were no problems with the analytical events associated with this report unless noted in the
Case Narrative.

Quality control datais within laboratory defined or method specified acceptance limits except
where noted.

If you have any questions regarding these tests results, please feel freeto call the laboratory.

Sincerely,

Io O

Dr. Mo Osman
Project Manager

3310 Win St.
Cuyahoga Falls, Ohio 44223
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| ENVIRONMENTAL TECHNOLOGIES, IN Cuyahoga Falls, Ohio 44223 Samp|eSummal’y
bl Analytical Labarateries TEL: (330) 253-8211 FAX: (330) 253-4489 WO#: 14020047
ite: http: . .
Website: http://mww.settek.com 17-Feb-14
CLIENT: Accutest Laboratories
Project: FA12080X
Lab SamplelD Client Sample 1D Tag No Date Collected Date Received Matrix
14020047-001 FA12080-10X 1/28/2014 5:00:00 PM 2/1/2014 11:00:00 AM Non-Potable
Water
14020047-002 FA12080-11X 1/28/2014 5:00:00 PM 2/1/2014 11:00:00 AM Non-Potable
Water
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Summit Environmental Technologies, Inc. WO# 14020047

LE# 3310 Win &. _
b Cuyahoga Falls, Ohio 44223 Date Reported:  2/17/2014
TEL: (330) 253-8211 FAX: (330) 253-4489 Company: Accutest Laboratories

Website: htto/jwwww. settek.com Address. 4405 Vineland Road Suite C-15

Orlando FL 32811

Received: 2/1/2014
Project#: FA12080X

Client ID# Lab ID# Collected Analyte Result Units Qual Matrix Method DF LOD LOQ Run Analyst

FA12080-10X 001 1/28/2014 2378-TCDF 87 pgiL Nor:/—vPotable EPA 1613B 1 0.81 1.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 12378-PeCDF ND pg/L Nor:/—vPotable EPA 1613B 1 2.3 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 23478-PeCDF 8.2 pg/L Nor:/—vPotable EPA 1613B 1 3.7 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 123478-HxCDF 15 pg/L Nor:;vPotabIe EPA 1613B 1 3.7 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 123678-HxCDF 12 pg/L Nor:;vPotabIe EPA 1613B 1 3.1 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 234678-HxCDF 11 pg/L Nor:;vPotabIe EPA 1613B 1 35 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 123789-HxCDF ND pg/L Nor:;vPotabIe EPA 1613B 1 2.7 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 1234678-HpCDF 210 pg/L Nor:;vPotabIe EPA 1613B 1 2.4 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 1234789-HpCDF 14 pg/L Nor:;vPotabIe EPA 1613B 1 9.6 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 OCDF 710 pg/L Nor:/—vPotable EPA 1613B 1 8.8 10 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 2378-TCDD 9.7 pg/L Nor:/—vPotable EPA 1613B 1 0.75 1.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 12378-PeCDD 9.8 pg/L Nor:/—vPotable EPA 1613B 1 4.0 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 123478-HxCDD 11 pg/L Nor:/—vPotable EPA 1613B 1 45 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 123678-HxCDD 28 pgiL Nor:/—vPotable EPA 1613B 1 2.5 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 123789HXCDD 9.9 pg/L Nor:/—vPotable EPA 1613B 1 4.4 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 1234678-HpCDD 1100 pg/L Nor:;vPotabIe EPA 1613B 1 2.9 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 OCDD 9400 pg/L Nor:;vPotabIe EPA 1613B 1 5.8 10 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014  Surr: 13C-2378-TCDF 40.7 %REC Nor:;vPotabIe EPA 1613B 1 22-152 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014  Surr: 13C-12378-PeCDF 45.1 %REC Nor:;vPotabIe EPA 1613B 1 21-192 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014  Surr: 13C-23478-PeCDF 41.7 %REC Nor:;vPotabIe EPA 1613B 1 13-328 2/11/2014  CM
ater
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Summit Environmental Technologies, Inc.

: L WO#. 14020047
LE 3310 Win S. )
b Cuyahoga Falls, Ohio 44223 Date Reported:  2/17/2014
TEL: (330) 253-8211 FAX: (330) 253-4489 Company: Accutest Laboratories
Website: http://wwaw. settek.com Address: 4405 Vineland Road Suite C-15
Orlando FL 32811
Received: 2/1/2014
Project#: FA12080X
Client ID# Lab ID# Collected Analyte Result Units Qual Matrix Method DF LOD LOQ Run Analyst
FA12080-10X 001 1/28/2014 Surr: 13C-123478- 47.5 %REC Non-Potable EPA 1613B 1 19-202 2/11/2014 CM
HxCDF Water
FA12080-10X 001 1/28/2014 Surr: 13C-123678- 44.5 %REC Non-Potable EPA 1613B 1 21-159 2/11/2014 CM
HxCDF Water
FA12080-10X 001 1/28/2014 Surr: 13C-234678- 44.3 %REC Non-Potable EPA 1613B 1 17-205 2/11/2014 CM
HxCDF Water
FA12080-10X 001 1/28/2014 Surr: 13C-123789- 46.8 %REC Non-Potable EPA1613B 1 22-176 2/11/2014 CM
HxXCDF Water
FA12080-10X 001 1/28/2014 Surr: 13C-1234678- 49.5 %REC Non-Potable EPA1613B 1 21-158 2/11/2014 CM
HpCDF Water
FA12080-10X 001 1/28/2014 Surr: 13C-1234789- 47.3 %REC Non-Potable EPA1613B 1 20-186 2/11/2014 CM
HpCDF Water
FA12080-10X 001 1/28/2014 Surr: 13C-1234-TCDD 100 %REC Non-Potable EPA1613B 1 100-100 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Surr: 13C-2378-TCDD 44.3 %REC Non-Potable EPA1613B 1 20-175 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Surr: 13C-12378-PeCDD 38.2 %REC Non-Potable EPA1613B 1 21-227 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Surr: 13C-123478- 37.3 %REC Non-Potable EPA 1613B 1 21-193 2/11/2014 CM
HxCDD Water
FA12080-10X 001 1/28/2014 Surr: 13C-123678- 38.9 %REC Non-Potable EPA 1613B 1 25-163 2/11/2014 CM
HxCDD Water
FA12080-10X 001 1/28/2014 Surr: 13C-1234678- 37.1 %REC Non-Potable EPA 1613B 1 26-166 2/11/2014 CM
HpCDD Water
FA12080-10X 001 1/28/2014 Surr; 13C-OCDD 17.4 %REC Non-Potable EPA 1613B 1 13-199 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Surr: 13C-123789- 100 %REC Non-Potable EPA1613B 1 100-100 2/11/2014 CM
HxCDD Water
FA12080-10X 001 1/28/2014 Surr; 37CI-2378-TCDD 116 %REC Non-Potable EPA 1613B 1 35-137 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Totals-Tetrafurans 260 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Totals-Tetradioxins 9.7 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Totals-Pentafurans 110 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Totals-Pentadioxins 9.8 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
FA12080-10X 001 1/28/2014 Totals-Hexafurans 49 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
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Summit Environmental Technologies, Inc.

3310 Win .

Cuyahoga Falls, Ohio 44223
TEL: (330) 253-8211 FAX: (330) 253-4489
Website: http://www.settek.com

WO#. 14020047
Date Reported:  2/17/2014
Company: Accutest Laboratories
Address: 4405 Vineland Road Suite C-15

Orlando FL 32811

Received: 2/1/2014
Project#: FA12080X

Client ID# Lab ID# Collected Analyte Result Units Qual Matrix Method DF LOD LOQ Run Analyst

FA12080-10X 001 1/28/2014 Totals-Hexadioxins 140 pg/L Nor:/—vPotable EPA 1613B 1 5.0 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 Totals-Heptafurans 600 pg/L Nor:/—vPotable EPA 1613B 1 5.0 5.0 2/11/2014  CM
ater

FA12080-10X 001 1/28/2014 Totals-Heptadioxins 2200 pg/L Non-Potable ~ EPA 1613B 1 5.0 5.0 2/11/2014  CM

FA12080-10X 001 1/28/2014 TEQ 55 pgiL NoraPac:farble EPA 1613B 1 2/11/2014  CM
ater
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Summit Environmental Technologies, Inc. WO# 14020047

LE# 3310 Win &. _
b Cuyahoga Falls, Ohio 44223 Date Reported:  2/17/2014
TEL: (330) 253-8211 FAX: (330) 253-4489 Company: Accutest Laboratories
ite: hitp: . . . . .
Website: htto/jwwww. settek.com Address; 4405 Vineland Road Suite C-15

Orlando FL 32811

Received: 2/1/2014
Project#: FA12080X

Client ID# Lab ID# Collected Analyte Result Units Qual Matrix Method DF LOD LOQ Run Analyst

FA12080-11X 002 1/28/2014 2378-TCDF 46 pg/L Nor:/—vPotable EPA 1613B 1 0.81 1.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 12378-PeCDF ND pg/L Nor:/—vPotable EPA 1613B 1 2.3 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 23478-PeCDF 5.7 pg/L Nor:/—vPotable EPA 1613B 1 3.7 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 123478-HxCDF 12 pg/L Nor:;vPotabIe EPA 1613B 1 3.7 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 123678-HxCDF 11 pg/L Nor:;vPotabIe EPA 1613B 1 3.1 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 234678-HxCDF 9.2 pg/L Nor:;vPotabIe EPA 1613B 1 35 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 123789-HxCDF ND pg/L Nor:;vPotabIe EPA 1613B 1 2.7 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 1234678-HpCDF 180 pg/L Nor:;vPotabIe EPA 1613B 1 2.4 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 1234789-HpCDF 14 pg/L Nor:;vPotabIe EPA 1613B 1 9.6 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 OCDF 480 pg/L Nor:/—vPotable EPA 1613B 1 8.8 10 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 2378-TCDD ND pg/L Nor:/—vPotable EPA 1613B 1 0.75 1.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 12378-PeCDD 10 pg/L Nor:/—vPotable EPA 1613B 1 4.0 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 123478-HxCDD 16 pg/L Nor:/—vPotable EPA 1613B 1 45 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 123678-HxCDD 41 pg/L Nor:/—vPotable EPA 1613B 1 2.5 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 123789HXCDD 21 pgiL Nor:/—vPotable EPA 1613B 1 4.4 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 1234678-HpCDD 1500 pg/L Nor:;vPotabIe EPA 1613B 1 2.9 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 OCDD 12000 pg/L Nor:;vPotabIe EPA 1613B 1 5.8 10 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014  Surr: 13C-2378-TCDF 60.5 %REC Nor:;vPotabIe EPA 1613B 1 22-152 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014  Surr: 13C-12378-PeCDF 61.2 %REC Nor:;vPotabIe EPA 1613B 1 21-192 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014  Surr: 13C-23478-PeCDF 57.6 %REC Nor:;vPotabIe EPA 1613B 1 13-328 2/11/2014  CM
ater
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Summit Environmental Technologies, Inc.

: L WO#. 14020047
LE 3310 Win S. )
b Cuyahoga Falls, Ohio 44223 Date Reported:  2/17/2014
TEL: (330) 253-8211 FAX: (330) 253-4489 Company: Accutest Laboratories
Website: http://wwaw. settek.com Address: 4405 Vineland Road Suite C-15
Orlando FL 32811
Received: 2/1/2014
Project#: FA12080X
Client ID# Lab ID# Collected Analyte Result Units Qual Matrix Method DF LOD LOQ Run Analyst
FA12080-11X 002 1/28/2014 Surr: 13C-123478- 73.6 %REC Non-Potable EPA 1613B 1 19-202 2/11/2014 CM
HxCDF Water
FA12080-11X 002 1/28/2014 Surr: 13C-123678- 65.0 %REC Non-Potable EPA 1613B 1 21-159 2/11/2014 CM
HxCDF Water
FA12080-11X 002 1/28/2014 Surr: 13C-234678- 63.8 %REC Non-Potable EPA 1613B 1 17-205 2/11/2014 CM
HxCDF Water
FA12080-11X 002 1/28/2014 Surr: 13C-123789- 74.9 %REC Non-Potable EPA1613B 1 22-176 2/11/2014 CM
HxXCDF Water
FA12080-11X 002 1/28/2014 Surr: 13C-1234678- 71.3 %REC Non-Potable EPA1613B 1 21-158 2/11/2014 CM
HpCDF Water
FA12080-11X 002 1/28/2014 Surr: 13C-1234789- 70.0 %REC Non-Potable EPA1613B 1 20-186 2/11/2014 CM
HpCDF Water
FA12080-11X 002 1/28/2014 Surr: 13C-1234-TCDD 100 %REC Non-Potable EPA1613B 1 100-100 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Surr: 13C-2378-TCDD 68.7 %REC Non-Potable EPA1613B 1 20-175 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Surr: 13C-12378-PeCDD 55.6 %REC Non-Potable EPA1613B 1 21-227 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Surr: 13C-123478- 56.3 %REC Non-Potable EPA 1613B 1 21-193 2/11/2014 CM
HxCDD Water
FA12080-11X 002 1/28/2014 Surr: 13C-123678- 57.0 %REC Non-Potable EPA 1613B 1 25-163 2/11/2014 CM
HxCDD Water
FA12080-11X 002 1/28/2014 Surr: 13C-1234678- 57.9 %REC Non-Potable EPA 1613B 1 26-166 2/11/2014 CM
HpCDD Water
FA12080-11X 002 1/28/2014 Surr; 13C-OCDD 25.5 %REC Non-Potable EPA 1613B 1 13-199 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Surr: 13C-123789- 100 %REC Non-Potable EPA1613B 1 100-100 2/11/2014 CM
HxCDD Water
FA12080-11X 002 1/28/2014 Surr; 37CI-2378-TCDD 108 %REC Non-Potable EPA 1613B 1 35-137 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Totals-Tetrafurans 160 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Totals-Tetradioxins ND pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Totals-Pentafurans 74 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Totals-Pentadioxins 18 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
FA12080-11X 002 1/28/2014 Totals-Hexafurans 46 pg/L Non-Potable EPA1613B 1 5.0 5.0 2/11/2014 CM
Water
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Summit Environmental Technologies, Inc.

3310 Win .

Cuyahoga Falls, Ohio 44223
TEL: (330) 253-8211 FAX: (330) 253-4489
Website: http://www.settek.com

WO#. 14020047
Date Reported:  2/17/2014
Company: Accutest Laboratories
Address: 4405 Vineland Road Suite C-15

Orlando FL 32811

Received: 2/1/2014
Project#: FA12080X

Client ID# Lab ID# Collected Analyte Result Units Qual Matrix Method DF LOD LOQ Run Analyst

FA12080-11X 002 1/28/2014 Totals-Hexadioxins 270 pg/L Nor:/—vPotable EPA 1613B 1 5.0 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 Totals-Heptafurans 500 pg/L Nor:/—vPotable EPA 1613B 1 5.0 5.0 2/11/2014  CM
ater

FA12080-11X 002 1/28/2014 Totals-Heptadioxins 3500 pg/L Non-Potable ~ EPA 1613B 1 5.0 5.0 2/11/2014  CM

FA12080-11X 002 1/28/2014 TEQ 50 pgiL NoraPac:farble EPA 1613B 1 2/11/2014  CM
ater
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Summit Environmental Technologies, Inc.

3310 Win S.

Cuyahoga Falls, Ohio 44223
TEL: (330) 253-8211 FAX: (330) 253-4489

Website: http://www.settek.com

QC SUMMARY REPORT

WO#: 14020047

17-Feb-14

Client: Accutest Laboratories
Proj ect: FA12080X TestCode:  DX-Full_NPW(1613)
Sample ID LCS-R13206 SampType: LCS TestCode: DX-Full_NPW Units: ng/mL Prep Date: RunNo: 13206
Client ID: LCSW Batch ID: 3176 TestNo: E1613 E1613 Analysis Date: 2/14/2014 SegNo: 148965
Analyte Result PQL SPK value SPK Ref Val %REC LowLimit HighLimit RPD Ref Val %RPD RPDLimit  Qual
2378-TCDF 11 1.0 10.00 0 106 75 158
12378-PeCDF 52 5.0 50.00 0 104 80 134
23478-PeCDF 50 5.0 50.00 0 101 68 160
123478-HxCDF 44 5.0 50.00 0 87.1 72 134
123678-HxCDF 48 5.0 50.00 0 95.8 84 130
234678-HxCDF 49 5.0 50.00 0 97.0 70 156
123789-HxCDF 46 5.0 50.00 0 92.8 78 130
1234678-HpCDF 44 5.0 50.00 0 88.1 82 122
1234789-HpCDF 45 5.0 50.00 0 90.8 78 138
OCDF 100 10 100.0 0 103 63 170
2378-TCDD 9.2 1.0 10.00 0 92.4 67 158
12378-PeCDD 49 5.0 50.00 0 97.4 70 142
123478-HxCDD 51 5.0 50.00 0 101 70 164
123678-HxCDD 51 5.0 50.00 0 103 70 134
123789HxCDD 53 5.0 50.00 0 107 64 162
1234678-HpCDD 53 5.0 50.00 0 106 70 140
OCDD 94 10 100.0 0 93.7 78 144
Surr: 13C-2378-TCDF 97 100.0 97.3 22 152
Surr: 13C-12378-PeCDF 100 100.0 101 21 192
Surr: 13C-23478-PeCDF 100 100.0 104 13 328
Surr: 13C-123478-HxCDF 97 100.0 97.4 19 202
Surr: 13C-123678-HXCDF 52 100.0 51.7 21 159
Surr: 13C-234678-HXCDF 110 100.0 107 17 205
Surr: 13C-123789-HXCDF 120 100.0 116 22 176
Surr: 13C-1234678-HpCDF 110 100.0 113 21 158
Surr: 13C-1234789-HpCDF 120 100.0 117 20 186
Qualifiers: * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C  Vaueisbelow Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND  Not Detected at the Reporting Limit O RSD isgreater than RSDIimit Ori g| nal
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits
RL  Reporting Detection Limit S Spike Recovery outside accepted recovery limits u Samples with Calcva < MDL

Page 9 of 16



http://www.settek.com

VIROMMENTAL TECHNOLOGIES

]

Summit

Summit Environmental Technologies, Inc.

3310 Win .
Cuyahoga Falls, Ohio 44223

TEL: (330) 253-8211 FAX: (330) 253-4489

Website: http://www.settek.com

QC SUMMARY REPORT

WO#: 14020047
17-Feb-14

Client: Accutest Laboratories
Project: FA12080X TestCode: DX-Full_NPW(1613)
Sample ID LCS-R13206 SampType: LCS TestCode: DX-Full_NPW Units: ng/mL Prep Date: RunNo: 13206
ClientID: LCSW Batch ID: 3176 TestNo: E1613 E1613 Analysis Date: 2/14/2014 SeqNo: 148965
Analyte Result PQL SPK value SPK Ref Val %REC LowLimit HighLimit RPD Ref Val %RPD RPDLimit  Qual

Surr: 13C-1234-TCDD 100 100.0 100 100 100

Surr: 13C-2378-TCDD 100 100.0 103 20 175

Surr: 13C-12378-PeCDD 100 100.0 100 21 227

Surr: 13C-123478-HxCDD 90 100.0 90.3 21 193

Surr: 13C-123678-HxCDD 95 100.0 94.6 25 163

Surr: 13C-1234678-HpCDD 100 100.0 103 26 166

Surr: 13C-OCDD 100 200.0 50.9 13 199

Surr: 13C-123789-HxCDD 100 100.0 100 100 100

Surr: 37CI-2378-TCDD 94 100.0 94.0 31 191

Sample ID LCSD-R13206

SampType: LCSD

TestCode: DX-Full_NPW Units: ng/mL

Prep Date: RunNo: 13206

Client ID: LCSS02 Batch ID: 3176 TestNo: E1613 E1613 Analysis Date: 2/14/2014 SeqNo: 148966
Analyte Result PQL SPK value SPK Ref Val %REC LowLimit HighLimit RPD Ref Val %RPD RPDLimit  Qual
2378-TCDF 11 10 10.00 0 115 75 158 10.57 8.18 20
12378-PeCDF 59 5.0 50.00 0 117 80 134 51.79 12.2 20
23478-PeCDF 53 5.0 50.00 0 106 68 160 50.32 5.58 20
123478-HxCDF 47 5.0 50.00 0 94.0 72 134 43.56 7.61 20
123678-HXCDF 54 5.0 50.00 0 107 84 130 47.91 111 20
234678-HXCDF 51 5.0 50.00 0 102 70 156 48.51 5.19 20
123789-HXCDF 49 5.0 50.00 0 98.5 78 130 46.41 5.93 20
1234678-HpCDF 46 5.0 50.00 0 92.0 82 122 44.04 4.36 20
1234789-HpCDF 48 5.0 50.00 0 96.2 78 138 45.39 5.77 20
OCDF 110 10 100.0 0 114 63 170 102.8 10.3 20
Qualifiers: Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank Value is below Minimum Compound Limit.

Value above quantitation range

Second column confirmation exceeds
RL  Reporting Detection Limit

*
E
M Manual Integration used to determine area response
P

H Holding times for preparation or analysis exceeded
ND  Not Detected at the Reporting Limit

PL Permit Limit

S Spike Recovery outside accepted recovery limits

Analyte detected below quantitation limits
RSD is greater than RSDIimit

RPD outside accepted recovery limits
Samples with Calcva < MDL

C VO«

Page 10 of 16

Original


http://www.settek.com

IRONMENTAL TECHHOLOG

Summit

ME

Summit Environmental Technologies, Inc.

3310 Win S.

Cuyahoga Falls, Ohio 44223

QC SUMMARY REPORT

L) Anawtical Laborator TEL: (330) 253-8211 FAX: (330) 253-4489 WO#: 14020047
Website: http://www.settek.corm 17-Feb-14
Client: Accutest Laboratories
Proj ect: FA12080X TestCode:  DX-Full_NPW(1613)
Sample ID LCSD-R13206 SampType: LCSD TestCode: DX-Full_NPW Units: ng/mL Prep Date: RunNo: 13206
Client ID:  LCSS02 Batch ID: 3176 TestNo: E1613 E1613 Analysis Date: 2/14/2014 SeqNo: 148966
Analyte Result PQL SPK value SPK Ref Val %REC LowLimit HighLimit RPD Ref Val %RPD RPDLimit  Qual
2378-TCDD 9.5 1.0 10.00 0 94.7 67 158 9.241 2.49 20
12378-PeCDD 51 5.0 50.00 0 103 70 142 48.68 5.60 20
123478-HxCDD 55 5.0 50.00 0 110 70 164 50.56 8.63 20
123678-HxCDD 54 5.0 50.00 0 108 70 134 51.33 5.38 20
123789HxCDD 54 5.0 50.00 0 109 64 162 53.36 1.94 20
1234678-HpCDD 55 5.0 50.00 0 109 70 140 52.82 3.53 20
OCDD 100 10 100.0 0 102 78 144 93.68 8.50 20
Surr: 13C-2378-TCDF 97 100.0 96.7 22 152 0 0
Surr: 13C-12378-PeCDF 99 100.0 98.7 21 192 0 0
Surr: 13C-23478-PeCDF 98 100.0 98.0 13 328 0 0
Surr: 13C-123478-HXCDF 96 100.0 95.5 19 202 0 0
Surr: 13C-123678-HxCDF 98 100.0 98.5 21 159 0 0
Surr: 13C-234678-HxCDF 110 100.0 111 17 205 0 0
Surr: 13C-123789-HxCDF 120 100.0 117 22 176 0 0
Surr: 13C-1234678-HpCDF 120 100.0 119 21 158 0 0
Surr: 13C-1234789-HpCDF 120 100.0 124 20 186 0 0
Surr: 13C-1234-TCDD 100 100.0 100 100 100 0 0
Surr: 13C-2378-TCDD 100 100.0 102 20 175 0 0
Surr: 13C-12378-PeCDD 94 100.0 94.5 21 227 0 0
Surr: 13C-123478-HxCDD 99 100.0 98.9 21 193 0 0
Surr: 13C-123678-HxCDD 97 100.0 96.8 25 163 0 0
Surr: 13C-1234678-HpCDD 100 100.0 105 26 166 0 0
Surr: 13C-OCDD 110 200.0 52.6 13 199 0 0
Surr: 13C-123789-HxCDD 100 100.0 100 100 100 0 0
Surr: 37CI-2378-TCDD 100 100.0 101 31 191 0 0
Qualifiers: * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C  Vaueisbelow Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND  Not Detected at the Reporting Limit O RSD isgreater than RSDIimit Ori g| nal
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits
RL  Reporting Detection Limit S Spike Recovery outside accepted recovery limits u Samples with Calcva < MDL
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% w mm E-I Summit Environmental Techn;3|(;g|$r:r; QC SUM M ARY REPORT

| NMVIRONMENTAL TECHHOLOGIES, INC Cuyahoga Falls, Ohio 44223 )
|_J Analytical Laboratories TEL: (330) 253-8211 FAX: (330) 253-4489 WO#: 14020047
Website: http://www.settek.com 17-Feb-14
Client: Accutest Laboratories
Project: FA12080X TestCode: DX-Full_NPW(1613)
Sample ID MB-R13206 SampType: MBLK TestCode: DX-Full_NPW Units: pg/L Prep Date: RunNo: 13206
Client ID: PBW Batch ID: 3176 TestNo: E1613 E1613 Analysis Date: 2/10/2014 SeqNo: 148967
Analyte Result PQL SPK value SPK Ref Val %REC LowLimit HighLimit RPD Ref Val %RPD RPDLimit  Qual
2378-TCDF ND 1.0
12378-PeCDF ND 5.0
23478-PeCDF ND 5.0
123478-HXCDF ND 5.0
123678-HXCDF ND 5.0
234678-HXCDF ND 5.0
123789-HXCDF ND 5.0
1234678-HpCDF ND 5.0
1234789-HpCDF ND 5.0
OCDF ND 10
2378-TCDD ND 1.0
12378-PeCDD ND 5.0
123478-HxCDD ND 5.0
123678-HXCDD ND 5.0
123789HxCDD ND 5.0
1234678-HpCDD ND 5.0
OCDD ND 10
Totals-Tetrafurans ND 5.0
Totals-Tetradioxins ND 5.0
Totals-Pentafurans ND 5.0
Totals-Pentadioxins ND 5.0
Totals-Hexafurans ND 5.0
Totals-Hexadioxins ND 5.0
Totals-Heptafurans ND 5.0
Totals-Heptadioxins ND 5.0
Surr: 13C-2378-TCDF 76 100.0 76.0 22 152
Qualifiers: * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C  Vaueisbelow Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND  Not Detected at the Reporting Limit O RSD isgreater than RSDIimit Ori g| nal
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits
RL  Reporting Detection Limit S Spike Recovery outside accepted recovery limits u Samples with Calcva < MDL
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MVIRONMENTAL TECHR
ries TEL: (330) 253-8211 FAX: (330) 253-4489

sHieal Laborai

NOLOGIES, INC

Summit Environmental Technologies, Inc.

3310 Win S.

Cuyahoga Falls, Ohio 44223

Website: http://www.settek.com

QC SUMMARY REPORT

WO#: 14020047

17-Feb-14

Client: Accutest Laboratories
Project: FA12080X TestCode: DX-Full_NPW(1613)
Sample ID MB-R13206 SampType: MBLK TestCode: DX-Full_NPW Units: pg/L Prep Date: RunNo: 13206
ClientID: PBW Batch ID: 3176 TestNo: E1613 E1613 Analysis Date: 2/10/2014 SeqNo: 148967
Analyte Result PQL SPK value SPK Ref Val %REC LowLimit HighLimit RPD Ref Val %RPD RPDLimit  Qual
Surr: 13C-12378-PeCDF 80 100.0 79.8 21 192
Surr: 13C-23478-PeCDF 75 100.0 74.9 13 328
Surr: 13C-123478-HXCDF 120 100.0 118 19 202
Surr: 13C-123678-HXCDF 100 100.0 102 21 159
Surr: 13C-234678-HXCDF 88 100.0 88.1 17 205
Surr: 13C-123789-HXCDF 100 100.0 103 22 176
Surr: 13C-1234678-HpCDF 100 100.0 103 21 158
Surr: 13C-1234789-HpCDF 120 100.0 122 20 186
Surr: 13C-1234-TCDD 100 100.0 100 100 100
Surr: 13C-2378-TCDD 80 100.0 80.5 20 175
Surr: 13C-12378-PeCDD 76 100.0 75.9 21 227
Surr: 13C-123478-HxCDD 110 100.0 107 21 193
Surr: 13C-123678-HxCDD 86 100.0 86.1 25 163
Surr: 13C-1234678-HpCDD 92 100.0 92.2 26 166
Surr: 13C-OCDD 95 200.0 47.7 13 199
Surr: 13C-123789-HxCDD 100 100.0 100 100 100
Surr: 37CI-2378-TCDD 87 100.0 86.7 31 191
Qualifiers: * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank C  Vaueisbelow Minimum Compound Limit.
E Value above quantitation range H Holding times for preparation or analysis exceeded J Analyte detected below quantitation limits
M Manual Integration used to determine area response ND  Not Detected at the Reporting Limit o RSD is greater than RSDIimit On g| nal
P Second column confirmation exceeds PL Permit Limit R RPD outside accepted recovery limits
RL  Reporting Detection Limit S Spike Recovery outside accepted recovery limits u Samples with Calcva < MDL

Page 13 of 16
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Rev. 12
Date: 07/27/13

Summit Environmental Technologies, Inc.
Cooler Receipt Form

Initials of person inspecting cooler and samﬁles:_il-.j__‘
Client: [:I'\‘{ { LLT(:’ H—- I

Date Received: ,,_{? J | H ji Time Received: I H J "J Date cooler(s) opened and samples inspected: ;J: fﬁﬂ gij

Number of C? lers/Boxgs: N/&

Shipper: @ UPS DHL Airborne US Postal Walk-in  Pickup Other:

Packaging: Peanuts ) p Paper Foam MNonme Other

Tape on cooler/box: N N/A

Custody Seals intact C()‘ N NIA
C-O-C in plastic W/ N N/A
lce___ ¥ Blue ice @1 / absent / melted N/A

Sample Temperature IR Gun #16020459 CF c _ 2\ °c NIA
Radiclogical Testing Instrument serial #35127 Y N NIA,

(see page 2 for scan results)

**Use 1 sheet per sample for Radiological Testing. If sample is HOT, the Radiological Safety Officer must be notified
immediately.

C-0-C filled out properly (_Y) N NiA
Samples in separate bags Q’/; N N/A
Sample containers intact* ) N N/A
“If no, list broken sample(s);

Sample label(s) complete (ID, date, etc.) (v N NiA
Labelis) agree with C-O-C "Y 3 N NIA

Ko
Correct containers used [ 4 N N/A
Sufficient sample received Cj N NIA
Bubbles absent from 40 mL vials** Y

** Samples with bubbles <6mm are acceptable. Indicats bubble size f >8mm.

Was client contacted about samples Y N
Will client send new samples Y N

Client contact:

Date/Time:

Logged in by:

Comments:

G1QC SHARED\Document Control Templates - Tracking\Cooler receipt form Rev. 12 07-27-13 doc Page 1 of 2
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Rev. 12
Date: 07/27113

Summit Environmental Technologies, Inc.

Sample Receipt

pH test on samples

Radiological scan on sample

Client ID | Test pH " ClientID scan | CPM
i |
U U
1\ v
GQC SHARED\Document Control Templates - Tracking\Cooler receipt form Rewv. 12 07-27-13.doc Page 2 of 2
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